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lo understand the combustion process of liquid reactants. It Is necessary 
to obtain Information about the distribution and atomization of the Injected 
liquid phase. Turbulence and relative velocities between the fuel's gas phase 
and liquid droplets affect the evaporation, burning rate and pollutant forma- 
tion. This will affect other combustor performance parameters such as combus 
tlon efficiency, pollutant emissions and combustion stability. The measurement 
of size and velocity distribution of the liquid Injected Into the combustor Is 
of vital necessity. The experimental data will be used by numerical modelers 
In deriving mathematical relationships that will describe the combustion 
process . 

Several laser measurement methods are being studied to provide the capa- 
bility to make droplet size and velocity measurements under a variety of spray 
conditions. The Droplet Sizing Interferometer (DSI) has promised to be a suc- 
cessful technique because of Its capability for rapid data acquisition, com- 
pilation and analysis. Its main advantage Is the ability to obtain size and 
velocity measurements In air- fuel mixing studies and hot flows. 

Ihe existing DSI at NASA Lewis Is a two-color, two- component system. Two 
Independent orthogonal measurements of size and velocity components can be made 
simultaneously. It also uses an off axis large angle light scatter detection. 
The fundamental features of the system are optics, signal processing and data 
management system. Ihe major component Include a transmitter unit, two 
receiver units, two signal processors, two data management systems, two Bragg 
cell systems, two printer/plotters, a laser, power supply and color monitor. 

Ihe laser diagnostic Investigation will consist of various experiment 
configurations for fuel nozzle character 1 zatlon tests. Water will be used as 
a fuel substitute. General probe volume positions will be obtained for mapping 
the fuel nozzle flow distribution and variations with test conditions. A fuel 
nozz le/swl rler combination will simulate fuel/air mixing characteristics; small 
particles will be used for seeding the flow field. 

lwo contracts have been awarded for further development and Improvements 
to the system. These contract efforts promise to extend the size range capa- 
bility, reduce beam alignment difficulties and reduce the system sensitivity 
to laser beam quality and differences In the relative Intensity of the beams. 
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FUEL SPRAY DIAGNOSTICS PROGRAM 

PURPOSE •CONDUCT FUNDAMENTAL COMBUSTION PROCESS RESEARCH 

USING DIAGNOSTIC MEASUREMENTS FROM A UNIQUE USER 
INIERFEROMETER APPARAIUS. 

METHOD • NON-INTRUSIVE MEASUREMENT PROBE FORMED BY 

COHERENT LASER BEAMS THAT PRODUCE INTERFERENCE 
FRINGE RANDS. 

• DROPLETS/PARTICLES GENERATE LIGHT SCATTER PATTERNS 
WHICH ARE DETECTED WITH PMT . 

YIELD • FAST REAL TIME DATA ANALYSIS OF FLOW CHARACTERISTICS. 
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DROPLET SIZING INTERFEROMETER SYSTEM LINE DRAWING (ONE-COMPONENT) 
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NASA LeRC FUEL SPRAY DIAGNOSTICS PROGRAM 

EXPERIMENT DESCRIPTION 


• SPRAY CHARACTERIZATION - H^O 

- VARIOUS NOZZLE TYPES 

- PRESSURE DIFFERENTIAL EFFECTS SIZE AND VELOCITY DISTRIBUTION 
-SEVERAL SAMPLING PLANES 

• TURBULLNCE STUDIES - SEEDED 

-VARIOUS AIR SWIRLER CONFIGURATIONS 

- VANE ANGLE EFFECTS 
-AIRFLOW SPLITS 

• FUEL-AIR REACTION STUDIES 

-VARIOUS EQUIVALENCE RATIOS 
-FUEL PROPERTY EFFECTS 

-MEASURE TURBULENCE INTENSITY 


RESOURCES 

• FUEL SPRAY DIAGNOSTICS FACILITY 
(SW-S, ERB , NASA LEXIS ) 

. DEVELOFTOT AND IMPIfJT.NTATION OF ADVANCED DIAGNOSTIC TECHNIQLES 
(SrECTRON DEVFLOFT'ENT LABORATORIES, INC., CALIFORNIA) 

• FWASE DETECTION TEOINIQUE SFUDY 
(AER0RE1R1CS, INC. , CALIFORNIA) 

• FEASURETENT OF SPRAY CO-BUST I ON PROCESSES 

(UTS! GRANT, TENNESSEE) 

• amisnoN oiaracieristics in die transition region of liquid fluid sprays 

(DREXEL UNIVERSITY GRANT,milAHLPHlA) 
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